The aim of this study was to investigate deposit buildup on prosthetic eyes and the implications for conjunctival inflammation and discharge. Methods: Forty-three prosthetic eye wearers participated in the study. Twenty-three had their prostheses polished normally before being worn continuously for 2 weeks. After this time, surface deposits were stained, photographed, and graded. The prostheses were then repolished to optical quality contact lens standard and worn for a further 2 weeks, when the deposits were again stained, photographed, and graded. Two participants had deposits on their prostheses stained, photographed, and graded on nine occasions at decreasing intervals ranging from 1 year to 1 day. Eighteen participants had the wetting angles on their prostheses measured with a goniometer before and after cleaning, after polishing normally, after polishing to optical quality contact lens standard, and after 10 minutes of wearing their optical quality contact lens polished prostheses. Concordance correlation, multiple regression, and paired t-tests were used for the statistical analysis. Results: More surface deposits accumulated on prostheses polished normally than on those polished to an optical quality contact lens standard after 2 weeks of wear. The interpalpebral zone of most prostheses (observed without magnification) appeared to be clear of deposits. Removal of deposits significantly decreased surface wettability, but wettability returned after 10 minutes of wear. Optical quality contact lens polishing produced more wettable surfaces and a slower rate of deposit accumulation than normal polishing. Conclusion: We recommend that an optical quality contact lens standard be the minimum standard of finish for prosthetic eyes. This standard may assist the smooth action of the lids over the interpalpebral zone of the prosthesis and the cleansing action of tears. The presence of deposits in the retropalpebral zone may improve the lubricating properties of socket fluids which, in turn, may result in less frictional irritation of the conjunctiva and less mucoid discharge.
Introduction
Pine et al have used recently developed measuring tools 1 to demonstrate that the presence of surface deposits on prosthetic eyes is associated with less conjunctival inflammation and less severe mucoid discharge in anophthalmic sockets. 2 However, the causal direction of these associations was not established in this study. Furthermore, there appears to be no literature describing deposit buildup on prosthetic eyes, even though extensive literature describes deposit buildup on contact lenses. Prosthetic eyes are somewhat analogous to contact lenses, but are made from different materials and worn for very different reasons. Both devices come into contact with the conjunctiva, share a similar eyelid action, are bathed in the same ocular fluids, and accumulate surface deposits. Because of these similarities, relevant information from contact lens investigations provides a useful background for this study. For example, the composition of deposits on contact lenses is likely to be similar to deposits on prosthetic eyes. Contact lens deposits include tear proteins, lipids (lipid deposit buildup may be both on the surface and inside the lens matrix 3, 4 ), mucin, and contaminants, such as skin lipids, dirt, microorganisms, and metallic and nonmetallic debris. 5 The aims of this investigation were: to describe the formation of surface deposits on prosthetic eyes over time; to investigate rates of deposit buildup on prostheses with different standards of polish; and to understand the cause of the reported associations between deposits, conjunctival inflammation, and severity of mucoid discharge.
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Materials and methods
Forty-three unilateral prosthetic eye wearers were entered into the study after they completed a questionnaire and agreed to participate in prosthetic eye research which had prior approval from the University of Auckland Human Participants Ethics Committee and the Multi-Region Ethics Committee of the New Zealand Ministry of Health. Participants were excluded from the study if they were aged younger than 18 years, had ocular health issues, or had not worn a prosthetic eye for at least 6 months.
Measuring surface deposits on prosthetic eyes
A staining solution was made by dispersing 5 g of plaque disclosing gel (a mix of mainly ethyl alcohol, food red 105, and water; GC Corporation, Tokyo, Japan) in 30 mL of 0.85% saline solution. 1 The participants' prostheses were submerged in the solution at 20°C (68°F) for a period of 2 minutes. After removing and blotting with tissue paper, the prosthetic eyes were photographed front and back against a black background which included a standard gray scale and a color scale to ensure the consistency of photographic settings throughout the study. Standardized camera settings were used. 2 Photographs of the stained prostheses were coded to deidentify the participant but to allow tracking. Each photograph was copied onto the center of a Microsoft PowerPoint (Microsoft Corporation, Redmond, WA) slide which contained a previously developed 0-10 photographic grading scale by which the extent and intensity of deposit buildup could be measured. 1 Separate anterior surface and posterior surface deposit scales allowed assessment of the severity of deposit buildup according to the extent and intensity of the stained deposits. The graders were the authors (an experienced ophthalmologist, optometrist, and ocular prosthetist) who used interpolated grades to the nearest 0.1 between 0 and 10 when assessing the deposits. The final grade for the stained deposits on each prosthetic eye was the average of the three graders' anterior surface and posterior surface scores.
Polishing prosthetic eyes
The process for polishing prosthetic eyes in this study involved four steps. Firstly, the prosthesis was trimmed and the surfaces ground all over with a fine (120 grit) arbor band. Secondly, diatomaceous earth was applied to the surfaces with a wet calico polishing mop and/or a felt cone to remove the marks left by the arbor band. Thirdly, polishing compound for plastics final polish (Bego, Lincoln, RI 6 ) was applied with a dry calico polishing mop to achieve the normal polish grade. The Bego product is no longer in production but is similar to other commercially available denture polishing compounds. Fourthly, an optical quality contact lens polishing standard was obtained using aluminum oxide paste applied with a foam polyurethane rotating cone.
Deposit buildup on prosthetic eyes polished to normal and to optical quality contact lens standards Twenty-three of the 43 participants enrolled in the study had their prostheses finished to a normal polishing standard before return to the socket where they were worn without removing and cleaning for 2 weeks. At the end of the 2-week period, the prostheses were removed and their surface deposits were graded according to the method for measuring surface deposits on prosthetic eyes described above. The prostheses were then cleaned and polished to an optical quality contact lens standard before being returned to the participants and worn continuously for a further 2 weeks. At this point, they were removed and their surface deposits were graded as before. Concordance correlation 7 and paired t-tests were used to investigate differences after 2 weeks of continuous wear between the grade of deposit buildup on prosthetic eyes polished to normal standard and to optical quality contact lens standard.
Deposit buildup on prosthetic eyes worn continuously over time
Two of the 43 participants were chosen because their prostheses had not been removed and cleaned for 12 months. Their prostheses were removed and the surface deposits were measured according to the method for measuring submit your manuscript | www.dovepress.com Dovepress Dovepress surface deposits on prosthetic eyes described above. The stained deposits were removed by wiping them firmly with a paper towel wetted with cold water before being returned to the participants for continued wear without removing or cleaning. This measuring process was repeated eight more times at decreasing intervals ranging from one month to one day. The extent and intensity of the stained deposits at each interval was plotted as a function of time, and regression analysis was used to describe the results further.
Wettability of prosthetic eyes under different conditions of wear
The final 18 of the 43 participants were requested to not remove or clean their prostheses for at least 24 hours. After this time, their prostheses were removed and gently blotted dry with tissue paper before being placed in a goniometer. Distilled water droplets were applied to the least convex area that could be found on each prosthesis (usually just on or above the superior limbus). This slightly convex area was adjusted to be as horizontal as possible. Wetting angles were assessed and the average of right and left angles made by each droplet of water was calculated for each prosthetic eye. High wetting angles indicated low wettability and vice versa.
The prostheses were wiped clean of deposits with a wetted paper towel and the wetting angles were measured again. They were measured a third time after the prostheses were polished to a normal standard (as described earlier in the methods used for polishing prosthetic eyes), and a fourth time after the prostheses were polished to an optical quality contact lens standard. The prosthetic eyes were then returned to the participants and ten of them wore their prostheses for 10 minutes before returning to have the wetting angles on their prosthetic eyes measured a fifth time. Multiple regression was the statistical method used to analyze the data.
Results
Deposit buildup on normal and highly polished prosthetic eyes
The rate of deposit buildup was greater on normally polished prostheses than on prostheses polished to optical quality contact lens standard. After 2 weeks of continuous wear, the normally polished prostheses had significantly more deposits (mean 3.06 ± 1.91) than prostheses polished to optical quality contact lens standard (mean 2.26 ± 2.00, paired-samples t-test, mean difference -0.81 ± 1.40, 95% confidence intervals -1.48 to -0.13, P = 0.02). Two qualitative examples are shown in Figure 1 .
Deposit buildup on prosthetic eyes worn continuously over time Figure 3 . The photographic series in Figure 4 illustrates the rate of buildup of deposits on the surface of the prosthetic eye worn by participant 2 in Figure 2 . A notable characteristic of deposit formation indicated by the photographs is that the interpalpebral zone (observed without magnification) remained clear of stained deposits for considerable periods of continuous wear. However, it was observed that deposits could encroach onto this space after prolonged periods. An example of this is shown in Figure 5 .
Wettability of prosthetic eyes under different conditions of wear
The wetting angles of prosthetic eyes when first removed from the socket increased significantly when the eyes were wiped clean with a paper towel wetted with cold water Contact lens polish Normal polish Figure 1 Deposit formation on the anterior and posterior surfaces of two prosthetic eyes. Notes: The prostheses were first cleaned and polished normally and worn for 2 weeks. They were then cleaned and polished to optical quality contact lens standard and worn for a further 2 weeks. Prosthesis 1 was worn by a 75-year-old man. Prosthesis 2 was worn by a 77-year-old woman. The grades were measured using equal interval photographic grading scales.
(P , 0.0001) and when they were polished to a normal standard (P , 0.0001). The increased wetting angles indicated that the wettability of prosthetic eye surfaces was reduced when deposits were removed and was reduced further still when the prostheses were polished to a normal standard. However, the wetting angles of prosthetic eyes when first removed from the socket were not significantly different to the wetting angles of prostheses freshly polished to an optical quality contact lens standard (P = 0.117) or to wetting angles 10 minutes after the prosthetic eyes were placed back in their sockets (P = 1.0; Table 1 and Figure 6 ). These wetting angle measurements indicate that the wettability of the prosthetic eye surfaces was the same for prostheses worn continuously for at least 24 hours, for prostheses polished to an optical quality contact lens standard before wear, and for freshly polished prostheses after 10 minutes in the socket.
Discussion
Before the introduction of hydrogel (soft) and rigid gas permeable lenses, almost all contact lenses were made from poly-methyl methacrylate (PMMA), which is the same material used for manufacturing prosthetic eyes. Deposits on PMMA contact lenses are similar in form to deposits on soft lenses, 8 but no comparisons between deposits on PMMA lenses and PMMA prosthetic eyes are available. Fowler et al 8 used scanning electron microscopy to investigate deposits on the anterior surfaces of PMMA contact lenses. They found that deposits on PMMA lenses were readily removed with a single cleaning and that PMMA lenses attracted fewer deposits than soft lenses. The layered coatings, films, or plaques of tear protein deposits described by Franklin et al 9 appear to be similar to the most prevalent type of deposits on prosthetic eyes. They mainly occupy the surfaces that are in continuous contact with the conjunctiva and can be seen in Figure 7 , which depicts dry stained deposits on the temporal limbus of a left prosthetic eye worn continuously for 3 months (magnification 400×).
Two distinct zones of surface deposit buildup on prosthetic eyes were observed in this study. The first was the interpalpebral zone, where deposits are exposed to air and the action of the eyelids, and the second was the retropalpebral zone, where deposits are in continuous contact with the conjunctiva. These areas are clearly shown in Figure 1 , prosthesis 2. While the interpalpebral zone appeared to be clear of deposits, microscopic analysis was not used in this study. If deposits are present in the interpalpebral zone, they are likely to be the same or similar to the deposits on contact lenses described by Fowler et al 8 and Franklin et al. 9 Issues such as inefficient or incomplete blinking are likely to influence deposit buildup in the interpalpebral zone, but not on other areas of the prosthesis.
The normal polishing technique described in this study is the usual standard of finish for dentures and most prosthetic eyes (at least in New Zealand), while the optical quality contact lens polish is the technique commonly used for polishing hard contact lenses. Optical quality contact lens polish has been recommended for prosthetic eye polishing by LeGrand. 10 The finding that prosthetic eyes polished to an optical quality contact lens standard accumulated deposits at slower rates than normally polished prosthetic eyes suggests that adherence of deposits depends on the relationship between surface matrix fineness and the size of protein molecules, and that the surface matrix of normally polished prosthetic eye surfaces enables protein molecules to adhere more readily than finer polishes. Surface matrix fineness also appears to be a factor influencing deposition on contact lenses. For example, Franklin et al reported that one of the reasons that deposits take longer to build up on rigid gas permeable lenses than on hydrogel lenses is that rigid gas permeable polymers have lower matrix porosity. 
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Surface wettability is another factor that influences deposition on contact lenses, with increasing wettability having been shown to decrease deposition. 11 A goniometer was used in this study for measuring wetting angles on prosthetic eyes. Wetting angle (or contact angle) analysis has become a widely accepted method by which to infer the wetting characteristics of contact lenses. It involves measuring the angle between a liquid and the lens surface at the three-phase boundary where a liquid, gas, and solid intersect. 12 The findings that prosthetic eyes polished to an optical quality contact lens standard show more wettability than those polished to a normal standard, and that higher polished surfaces accumulate deposits at a slower rate, might be particularly important for the surface finish of the interpalpebral zone of the prosthesis. This is the zone where wetting and drying cycles occur and where the cleansing action of tears takes place. The interpalpebral zone needs to be as free from deposits as possible to avoid conjunctival battering during blinking. As the eyelids slide over the interpalpebral zone of a prosthetic eye containing deposits and debris, the area most likely to receive this battering is Marx's line 13 which has been shown to develop epitheliopathy in contact lens patients with dry eye symptoms.
14 Clearly, deposits left in the interpalpebral zone of prosthetic eyes are not likely to be beneficial to wearing comfort and, consequently, it is recommended that prostheses polished to an optical quality contact lens standard be the minimum standard for prosthetic eye finishes. An optical quality contact lens standard of finish may also facilitate the lubricating function of tears in the retropalpebral zone when the prosthesis is first inserted into the socket and before the layered coatings, films, or plaques of tear protein deposits become established. The finding that wetting angles decreased (and wettability increased) significantly when deposits were present in the retropalpebral zone may be the reason why surface deposits are associated with less severe conjunctival inflammation in anophthalmic sockets 1 and that more frequent cleaning of prosthetic eyes (deposit removal) is associated with more severe discharge. 15 By increasing surface wettability, the deposits may improve the ability of socket fluids to lubricate the prosthesis. If mucins are present in prosthetic eye deposits, as they are in contact lens deposits, 16 components of glycoproteins such as the surfactant glycocalyx 17 may also facilitate the lubricating function. The consequence of these properties of deposits Table 1 for statistical data. *Indicates significant difference from original condition.
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would be that less frictional irritation of the conjunctiva occurs when deposits are present. The finding that wetting angles of prosthetic eye surfaces decreased after only ten minutes of wear (suggesting the presence of protein deposits) is consistent with a number of observations reported in the contact lens literature. 16, [18] [19] [20] Limitations of the study include the short period of the 2-week experiment with different surface polishes (Figure 1 ) because this did not reveal how long the difference in deposit buildup rates for the two polishing standards might last. The investigation concerning the rate of deposit buildup on prosthetic eyes worn by two participants had limitations because of the small sample size. The reason for this small number was the invasive nature of the experiment coupled with the shortage of available participants who cleaned their prostheses less frequently than yearly.
Conclusion
Prosthetic eyes are somewhat analogous to contact lenses. Both devices come into contact with the conjunctiva, share a similar eyelid action, are bathed in the same ocular fluids, and accumulate surface deposits. Because of these similarities, relevant information from contact lens investigations has been included in this study. Two distinctive areas of deposit buildup are described. The first is the interpalpebral zone where deposits are exposed to the air and the action of the eyelids, and the second is the retropalpebral zone where deposits are in continuous contact with the conjunctiva. We recommend that an optical quality contact lens standard of finish (shown to have better wettability and a slower rate of deposit buildup) be the minimum standard of finish for prosthetic eyes. This standard may be important for the interpalpebral surface, where it assists the smooth action of the lids over the interpalpebral zone of the prosthesis and the cleansing action of tears. When deposits were removed by cleaning, surface wettability decreased significantly, suggesting that the presence of deposits in the retropalpebral zone improves the lubricating properties of socket fluids which, in turn, may result in less frictional irritation of the conjunctiva when the prosthesis moves. This finding provides evidence for a causal link between the presence of deposits and less conjunctival inflammation and discharge reported by Pine et al. 
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